[Determination of P in superhigh-P cast iron by EDXRF].
In this paper preparation of standard samples of superhigh-P cast iron has been studied and P in the samples has been determined by EDXRF and powder compacting. In the process the procedure of powder compacting and the software of a multifunctional Lucas-Tooth intenstity correction have been developed. The method is rapid and simple. Analytical results were satisfactory.